ke { MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
) L STATE PUBLIC HEALTH LABORATORY
/BREATH ALCOHOL PROGRAM

CINTOX DMT MAINTENANCE REPORT (RECEIVED e
eLBy_ Carol Day at 8:21 am, May 12, 2015

Complete this report at the ime of the regular monthly preventive maintenance check (hot o exce
Complete this report whenever the insirumant is serviced or repaired and whenever iLis placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

INFO 30T S5 MAME OF AGERTY DATE OF INSFECHON
500143 Missouri State Highway Patrol 05/10£2015
LCCATION CF INSTRUMENT i’STﬂED‘ AHD CITY} TINE QF INSPECTION

BAT Van Missouri 32 at Route B 02:49:51

CHECKLIST: Place a mark in the box by each item if found to be salisfactory or is operating within established limits. {Wrile in observed
values where determined}. Unmarked items must be corrected before using insliument.

DIAGNOSTIC RECORD

DATE AND TiME _05/10/2015 02:49.53 & DETECTOR

Kl PROGRAM FILTER 1

El SAMPLE CHAMBER_48.7°C B FILTER 2

Kl BREATH TUBE_45.0°C 81 FILTER 3

& PUMP &l INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS

{0 SIMULATOR STANDARD Kl COMPRESSED ETHANOL-GAS MIXTURE
K} STANDARD SUPPLIER_ILMO LOT #_25814080A3 EXP. DATE _10/05/20168
0 SIMULATOR TEMP (34°C & 0.2°C) SIMULATOR SN SIMULATOR EXP DATE

Bl CALIBRATION CHECK - (ONLY OMNE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run theee tests using a standard. All three tests must be within 5% of the standard value and must have a spread

of .005 orless. Mark the box corresponding to the standard being used.
7 0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

[0 004% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1: 0.077 TEST 2:0.078 TEST 3: 0.077

K] PERFORMR.F.LTEST

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
REFUSALS. 0 0-.04: 0 05-.09:1 A0 140 A5-190 1 OVER 1% 0

LIST ALFY HEW PAITS AND GESCRIBE ANY ALTERATICN OR MCIMFICATION THAT WAS MADE 1O RESTORE THE RISTRUMENT TO CPERATE SATISFACTORILY AND WITHIN
ESTABLIEHED LIMIT S {USE QTHER SIDE IF NECESEARY) i

INSPECTING OFFICER - | _
SIOGNATURE . — BRINT FULL NARME
e ;:/'i}f JAMES R SAUER
TR 4 PERMIT BERE wr et EXAPIRATION DATE TELEP|{OHE NULBER
240070 > 03/07/2016 636-300-2800

RETURN COMPLETED REPORT TQ THE Breath Alcohol Program, MO Department of Health and Senior Services
Southeast Distiict Office
2875 James Blvd, Poplar Bluff, MO 63901
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peiaty ases

7 Eastgte Dx. » P.O, Box 790 + facksenvilie, It. 6265 1-07%0
2I7-245 2183 ¢ Fax: 2172437634 + Swnpilmoproducts.com

.
e

Certificate of Analysis

Certificate ID: 7199

Part 3 BAC108Le8eT
Cylinder Size:  108L

Lot Number: 2581408043
Expiration; 19/5/2016

0.080 pAC (For the calibration of instruments used to determine breath alcohol concentration)

Contents: 108 Liters @ 1200 psig 70°F (21°C)
Component: Concentration: Accuracy:
Edhanol 228 ppm +- (002 o 2%
Nitrogen balance BAC whichever
¥ grester
HNIST Siandard Refererice Marerial
Cylinder No. CC14290 ) Job No. 09160202
Certified 212.8 pmoV/mol Ethanol in Nitrogen
for iLMO Products Co., Jacksonwille, L,
Sﬁ ialty G;\s Lab chh
D;smbuned by: CMiIne.
316 East Ninth Street

Owensboro, KY 42303
Phone 866-835-0690
www alcoholtest.com

Method:
NOIR

Store in dry area, away from sources of heat, ignition
and direct sunlight. Do not allow storage area to
exceed 52 °C {125 °F).
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ISOAEC 17025:2005 Accredited Laboratory




STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPEIi

JAMES R SAUER

is hereby authorized to instruct and supervise operators, train instruclors, inspect, calibrate, perform fisld service and repalrs,
and operale the following breath analyzer(s):

DATAMASTER, INTOX DMT

for the datermination of the alcoholic content of blood from a sample of expired air, Permit issued under the provisions of sections

577.020 through 577.041, RSMo and 306,111 through 306.119 RSMo.
{/\)A b\,’g_

DATE .__ 3/7/2014
DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

NUMBER 240070 Bl Uma(MQT

EXPIRES 3/7/2016 ,
DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVICES
LA (R6-10)

Y10 SBODII (630
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L STATE OF MISSOURI

_9 BEPARTMENT OF HEALTH AND SENIOR SERVICES

",lf BREATH ALCOHOL PROGRAM

7 INSTRUMENT OPERATOR CARD

The namod carchiokder is autiorized 1 operate an evitental st akobol
content in breath form of exphed o]

Operator ' SALER, JAMES

Agny sl f
PermitNo 240070
Date lssued 3772014 Date Explres 3772016




